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Abstract— Glaucoma is the second leading cause of blindness 
globally. Stereophotogrammetry-based optic nerve head 
topographical imaging systems could potentially allow for 
objective glaucoma assessment in settings where technologies 
such as optical coherence tomography and the Heidelberg 
Retinal Tomograph are prohibitively expensive. In the 
development of such systems, eye phantoms are invaluable tools 
for both system calibration and performance evaluation. Eye 
phantoms developed for this purpose need to replicate the 
optical configuration of the eye, the related causes of 
measurement artefacts, and give the possibility to present to the 
imaging system the targets required for system calibration. The 
phantoms in the literature that show promise of meeting these 
requirements rely on custom lenses to be fabricated, making 
them very costly. Here, we propose a low-cost eye phantom 
comprising a vacuum formed cornea and commercially available 
stock bi-convex lens, that is optically similar to a gold-standard 
reference wide-angle schematic eye model and meets all the 
compliance and configurability requirements for use with 
stereo-photogrammetry-based ONH topographical imaging 
systems. Moreover, its modular design, being fabricated largely 
from 3D-printed components, lends itself to modification for 
other applications. The use of the phantom is successfully 
demonstrated in an ONH imager. 
I. INTRODUCTION 
The second leading cause of blindness globally is 
glaucoma [1], an optic neuropathy that causes gradual and 
irreversible vision loss, typically asymptomatic until 
advanced. Vision loss can be prevented if detected and treated 
early [2]. Enlargement of the cup of the optic nerve head 
(ONH), due to loss of neural tissue, can precede detectable 
vision loss and as such is a useful indicator for early detection 
of the condition [3]. Assessment of the ONH, ordinarily by 
subjective examination of stereoscopic ONH images by a 
specialist [4], is not always possible, especially in low-income 
countries [5]. Where specialists cannot be present, quantitative 
imaging technologies that can provide an objective assessment 
of the ONH, such as optical coherence tomography (OCT) and 
the Heidelberg Retinal Tomograph (HRT), could be 
advantageous [6] but their high cost is prohibitive in most 
middle- and low-income settings and, even in high-income 
settings (such as community based optometry), only 
marginally suitable for mass population screening. 
Quantitative ONH imaging systems based on 
stereophotogrammetry, such as we described in previous work 
[7], could potentially be a cost-effective alternative. 
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In the development of such systems, eye phantoms play a 
crucial role in calibration and performance evaluation. Eye 
phantoms have previously been reported by researchers 
working in this area [7], [8]. In both cases, the eye phantoms 
were very simplistic: they contained a single lens for refractive 
power, were air-filled and were not true to scale, thus 
incorrectly mimicking artefacts and aberration, hence of 
dubious validity for testing imaging devices designed for 
human eyes. More optically correct eye phantoms, fluid-filled, 
life-sized and containing two lenses to emulate the cornea and 
crystalline lens [9]–[11] have been developed for other 
purposes. These eye phantoms contained custom lenses, at 
very high cost and complexity.  
Considering this, the current work proposes a low-cost and 
mostly 3D-printable eye phantom containing a cornea that, 
while tightly complying with the reference model eye by 
Navarro [12] can be created using a vacuum forming machine 
and, to emulate the crystalline lens, a commercially available 
stock bi-convex lens. It was designed specifically for use with 
stereophotogrammetry-based ONH topographical imaging 
systems, however it is possible to modify the design for use in 
other areas. We demonstrate also the imaging of the phantom 
with an upgraded version of the stereophotogrammetry-based 
ONH topographical imaging system described in our previous 
work [7]. 
II. METHOD 
The optical design (described in Section A, below) of the 
eye phantom was carried out first, followed by the mechanical 
design and fabrication (Section B). Following fabrication, its 
use in calibration and evaluation was demonstrated (Section 
C). 
A. Optical Design 
The optical design of the eye phantom was based on a 
schematic eye model. A number of different schematic eye 
models exist, with complexity ranging from those with a single 
refracting surface to those with two refracting surfaces for the 
cornea and a gradient-index crystalline lens [13]. Navarro’s 
wide-angle schematic eye model [12], which well balances 
optical performance and complexity, was selected as the 
model to base the optical design on, as was done by other 
researchers in the design of their eye phantoms [9]–[11]. 
Importantly, this model accurately accounts for the optical 
performance of the average adult human eye off-axis, which is 
appropriate for ONH related work as the ONH is located at 
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around 10º off the axis of the lens [14]. The optical data for 
Navarro’s eye model are shown in the first four columns of 
Table 1. 
Implementing Navarro’s eye model exactly in an eye phantom 
is challenging. Bakaraju et al. [10] were able to create an eye 
phantom that contained a custom lathed fluoro-polymer cornea 
and diamond-turned Boston RGP polymer lens. Corcoran et 
al. [9] were likewise able to create an accurate eye phantom by 
using a custom fused silica cornea and CaF2 lens. The phantom 
by Xie and colleagues [11] contained a custom polymethyl 
methacrylate (PMMA) cornea and an intraocular lens (IOL). 
In our case, given the high cost of custom lens manufacture, 
the undesirable limitations to the pupil size imposed by IOLs 
(typically 6 mm), and the scarce availability of IOL optical 
simulation data, it was decided to fabricate the cornea by 
vacuum forming a clear plastic sheet over a ball bearing, and 
to use a stock bi-convex lens to imitate the crystalline lens. 
The cornea of the eye phantom was designed to match, as 
closely as possible, the refractive power of the cornea of 
Navarro’s eye model. It was decided to use High Impact 
Polystyrene (HIPS, n = 1.5915 at 589.3 nm [15]), as the cornea 
needs to operate while immersed in a liquid. HIPS is non-
hygroscopic, and the alteration of optical and mechanical 
properties by the fluid interior of the eye phantom is low 
compared to most transparent plastics. Furthermore, HIPS has 
excellent optical quality and is readily available in a thickness 
of 0.5 mm, close to the 0.55 mm central thickness of Navarro’s 
eye model. The use of vacuum forming to fabricate the cornea 
imposed some constraints on its optical design. The cornea had 
to be of uniform thickness, however, as the thickness of the 
cornea of Navarro’s eye model does not deviate much from 
uniformity, this was not considered to represent a major 
limitation. The radius of the posterior surface had to match that 
of a widely available forming mold, in our case effectively a 
ball bearing. The power of the cornea in Navarro’s eye model 
was determined to be +42.88 diopters, using the equations 
described by Xie and co-workers [11]. It was determined that 
a uniform thickness HIPS cornea with anterior and posterior 
radii of 7.5 mm and 7 mm, respectively, achievable by vacuum 
forming a 0.5 mm thick HIPS sheet over a 14 mm diameter 
ball bearing, would have a power of +42.77 diopters, hence 
this radius was chosen for the design. 
The specific lens was chosen by modelling and simulating 
(at a single 589.3 nm wavelength) the performance of eye 
phantoms containing the HIPS cornea and various 
commercially available stock bi-convex lenses. All 
simulations were performed with the optical design software 
OpticStudio 14.2 (Zemax Europe Ltd, Bedford, UK) and the 
results were compared with those obtained with Navarro’s eye 
model to determine which stock lens resulted in the closest 
match in terms of resolution, axial length and distortion. 
Resolution and distortion were recorded between field angles 
of 0º and 25º. In each case the anterior chamber depth and 
radius of the retina was set to be the same as Navarro’s eye 
model. The iris diameter in each case was set to 8 mm, as was 
the iris in the implementation of Navarro’s eye model. Water 
was to be used to fill the interior of the eye phantom and as 
such the refractive index of the aqueous and vitreous humor 
was set to 1.3324, which corresponds to that of water at 589.3 
nm and 25ºC [16]. The distance between the posterior surface 
of the lens and the retina was adjusted to minimize the RMS 
spot size. The simulations determined that the eye phantom 
best matching Navarro’s eye model contained a lens which had 
an effective focal length of 18 mm and a diameter of 9 mm 
(32968, Edmund Optics Ltd, York, UK). The final optical 
design of the complete eye phantom is described by the optical 
data provided in the rightmost four columns of Table 1. (Note 
that the surfaces in the eye phantom are spherical only, which 
is why a value of zero has been set for the Q value of each of 
the surfaces.) 
B. Mechanical Design and Fabrication 
The eye phantom has two configurations: an imaging 
configuration and a calibration configuration. Both 
configurations use the same anterior section but different 
interchangeable posterior sections. The main structure of these 
sections of the eye phantom were printed in EnvisionTEC 
ABS Tough on a Perfactory Aureus 3D printer (EnvisionTEC, 
Stoke-on-Trent, UK). The 3D models of all 3D printed parts 
were generated using the CAD software Rhinoceros 6 (Robert 
McNeel & Associates, USA). In both configurations the eye 
phantom was filled with water. 3D models (sectional) and 
images of the eye phantom in its two configurations are 
provided in Fig. 1. 
The anterior section of the eye phantom featured the 
cornea, iris and lens. As per the previous section, the cornea 
was fabricated by vacuum forming a clear 0.5 mm HIPS sheet 
(4D Modelshop Ltd, London, UK) over a 14 mm diameter 
grade 100 hardened 52100 chrome steel ball bearing (Simply 
Bearings Ltd, Leigh, UK) using a dental vacuum forming 
machine (Jintai, Zhejiang, China). The cornea was cut down 
to a diameter of ~13.5 mm before being secured to the anterior 
section with LOCTITE® 4305 UV curable glue (Loctite, 
Dusseldorf, Germany). The bi-convex lens was placed in the 
anterior chamber, up against the 0.35 mm thick 8 mm iris, and 
TABLE I.  OPTICAL DATA FOR NAVARRO’S WIDE-ANGLE SCHEMATIC EYE MODEL AND THE PROPOSED EYE PHANTOM 
Surface 
Navarro’s Wide-Angle Schematic Eye Model Eye Phantom 
Radius (mm) 
Thickness 
(mm) 
Q 
Refractive Index 
(@ 589.3 nm) 
Radius (mm) 
Thickness 
(mm) 
Q 
Refractive Index 
(@ 589.3 nm) 
1 7.72 0.55 -0.26 1.376 7.5 0.5 0 1.5915 
2 6.5 3.05 0 1.3374 7 3.05 0 1.3324 
Iris ∞ 0 - 1.3374 ∞ 0 - 1.3324 
3 10.2 4 -3.1316 1.42 18.15 2.6 0 1.5167 
4 -6 16.3203 -1 1.336 -18.15 17.465 0 1.3324 
5 -12 - 0 - -12 - 0 - 
 
  
secured with a small amount of the same glue. The anterior 
section has holes at its top and bottom which lead to channels 
to enable water to flow into the eye phantom’s anterior 
chamber and posterior cavity. Two 50 ml disposable syringes 
(Dieckhoff & Ratschow Praxisdienst GmbH & Co.KG, 
Longuich Germany) were connected to these holes via IV 
extension tubes (Dieckhoff & Ratschow Praxisdienst GmbH 
& Co.KG, Longuich Germany) to enable water injection into 
the eye phantom. The posterior sections for the two 
configurations of the eye phantom is secured onto the anterior 
section using M2 bolts and M2 nuts (VIGRUE, Guangdong, 
China) and sealed using a nitrile rubber O-ring (SourcingMap, 
Hong Kong, China). 
Two ONH models were created – a glaucomatous and a 
normal ONH model. These were machined from Terracotta 
using a CNC engraving machine (Shenzhen Ni Xing Ni Shang 
Electronic Commerce Co Ltd, Shenzhen, China) with a 10º, 
0.1 mm diameter engraving bit (Man Hing Steel Iron 
Engineering Company, Hong Kong, China). The shape of the 
ONH models was generated in the same manner as in our 
previous work [7] but had a different scale, as appropriate for 
this life-sized eye phantom. The ONH models, on the mounts, 
are depicted in Fig. 1 together with the half cross-sectional 
profiles of their top surfaces. The posterior section of the eye 
phantom in its imaging configuration holds the ONH models 
in the appropriate location and allows for adjustment of the 
distance between the ONH models and the bi-convex lens. The 
target location for the center of the ONH models is at 10º left 
off-axis horizontally and 1.5º upwards to match ONH position 
in the human left eye [14]. It is possible, by mirroring the 
design of this section to switch the ONH position to that which 
would be seen for the right eye. The ONH models were glued 
onto ONH model mounts using UV curable glue. These 
mounts were press fit into the main part of this section and the 
seal was made using nitrile rubber O-rings (Zhongbo Business 
Limited, Hong Kong, China). 
 In its calibration configuration, the posterior section of the 
eye phantom allows for a calibration pattern, in our case a flat 
checkerboard, to be held in different positions and orientations 
inside the eye phantom at the location of the retina. This 
section is backed by a thin nitrile rubber sheet, cut from nitrile 
gloves (Supermax Healthcare Ltd, Peterborough, UK), 
clamped between the phantom body and a retaining ring. The 
checkerboard calibration pattern was created photographically 
on Rollei RPX black and white film (Rollei, Hamburg, 
Germany), comprising 10 x 7 0.392 mm black and white 
squares. The film was glued flat on to a cast white acrylic 
(Simply Plastics Ltd, Essex, UK) disc, 12 mm in diameter and 
3 mm thick, using the UV curable glue. 4 neodymium 
magnets, 2 mm in diameter and 1 mm thick, were glued to the 
opposite face of the acrylic disc using the same glue. On the 
other side of the nitrile sheet was the illumination section, 
magnetically attached to the calibration target using 4 of the 
same magnets. The illumination section featured a mount, 3D 
printed in black PLA (colorFabb B.V., Belfeld, Netherlands) 
on the fused deposition modelling printer Ultimaker 2+ 
(Ultimaker B.V., Geldermalsen, Holland), for a 5 mm white 
LED (RS Components Ltd, Corby, UK). Electrical wires were 
soldered on to the LED to allow a power source to be 
connected to it. It must be noted that, during calibration of the 
imaging system, anatomical compliance is not relevant, and 
therefore target retroillumination was adopted to avoid any 
difficulties with reflections from the shiny surface of the film. 
C. Eye Phantom Use Demonstration 
The stereophotogrammetry-based topographical optic 
nerve head (ONH) imaging system from our previous work 
[7], consisting of a slit lamp modified to deliver binocular 
images to an appropriate processing algorithm, was used to 
capture stereo image pairs of the normal and glaucomatous 
ONH models of the fabricated eye phantom. Here, we 
marginally updated the processing algorithm to divide the 
region of interest into 20 x 20 blocks instead of 15 x 15 which 
we estimate are necessary in order to cover the optic nerve 
head area with a number of points more appropriate for future 
clinical work. Twenty-two calibration image pairs were used. 
Thereafter, the ONH models were scanned by a 3D optical 
surface measurement system (Alicona Infinite Focus IFM G4, 
Alicona Imaging GmbH, Graz, Austria), providing the 
accurate ground truth scans against which the 3D 
reconstructions were validated.  
III. RESULTS AND DISCUSSION 
The optical simulations established that, for successful 
imaging using our cornea and lens, the design axial length of 
the eye phantom was 23.62 mm, very close to that of 
Navarro’s eye model (23.92 mm). In terms of distortion, it can 
be seen in Fig. 2 that the percentage of distortion is very 
similar between the eye phantom and Navarro’s eye model at 
all tested field angles. Furthermore, in terms of resolution, 
again as per Fig. 2, the RMS spot size at all field angles up to 
 
 
Figure 1. Sectional 3D model of the eye phantom in its calibration (top 
left) and imaging (top right) configurations; Images of the eye phantom in 
its calibration (middle left) and imaging (middle right) configurations; 
Optic nerve head models (bottom left) and their corresponding half cross-
sectional profiles (bottom right). A – Anterior Section, B – HIPS Cornea, 
C – Bi-Convex Lens, D – M2 Nut, E – Nitrile Rubber O-Ring, F – Nitrile 
Rubber Sheet, G – LED Mount, H – M2 Bolt, I – Posterior Section for 
Calibration Part 1, J – Posterior Section for Calibration Part 2, K – 
Calibration Pattern, L – Posterior Section for Imaging, M – Terracotta 
ONH Model, N – ONH Model Mount, O – Nitrile Rubber O-Ring, P – 
Normal ONH model, Q – Glaucomatous ONH Model. 
H 
C 
A 
B 
D 
E 
F 
G 
I 
J 
K 
L 
M 
N 
O 
P Q 
P 
Q 
  
20º is similar between the two, however drastically increasing 
at 25º. While surfaces 3 and 4 deviate significantly from 
Navarro’s model, this is due to the use of stock lenses rather 
than custom optics and, indeed, this may be the cause of the 
drastic degradation of performance at 25°. Future 
optimization will necessarily need to take this into account, 
possibly again using stock lenses to contain costs. 
Nevertheless, the matching of the imaging properties of the 
eye phantom with Navarro’s eye model is deemed sufficient 
for studies involving the ONH which is small (around 5º 
wide) and centered at ~10º off-axis [14]. Also shown in Fig. 
2 are the cross-sectional profiles of co-aligned 3D 
reconstructions and their corresponding ground truths, which 
show excellent matching. Statistical quantification of the 
deviation is underway. 
As the cost of the complex eye phantoms developed by 
others [9]–[11] is not reported, it was not possible to do a 
comparison of cost. However, to our knowledge, the custom 
optics required by the literature phantoms amount to several 
thousands of US dollars. In this sense, we estimate that the 
cost of the eye phantom created in this work is likely to be an 
order of magnitude lower. Moreover, it is relatively 
straightforward to fabricate, and it can be easily adapted for 
use in other ophthalmic imaging studies. To facilitate this, the 
design files have been made publicly available at 
https://github.com/biomeddev/simple-eye-phantom under a 
Creative Commons Attribution 4.0 International Public 
License ("CC BY 4.0") [17] and will be continuously updated. 
A snapshot of the repository at the time of publication is also 
available on the University of Strathclyde repository for long-
term availability, locatable through the following DOI: 
10.15129/89e9032d-18c8-44ff-a28e-e964e5595fbc. 
IV. CONCLUSION 
This work presents an optically-accurate eye phantom that 
can be fabricated at low cost. It was shown to behave similar 
to Navarro’s eye model in terms of optical performance at 
least until a field angle of 20º. Its use was successfully 
demonstrated on a stereophotogrammetry-based ONH 
topographical imaging system. 
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Figure 2. Top: distortion vs field angle for Navarro’s eye model (orange) 
and the eye phantom (blue); Middle: RMS Spot Size at various field angles 
for Navarro’s eye model (orange) and the eye phantom (blue); Bottom: 
Cross-sectional profiles from the aligned 3D reconstructions and their 
corresponding ground truth (green: 3D reconstruction, black: ground truth). 
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